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Introductions 

The  pxirpose  of  this  project  was  to  study  various  means  for  measur- 
ing the  velocity  of  water,  and  to  build  one  or  more  instruments  that  would 
accomplish  the  job  according  to  the  specifications  of  the  contract.  The  two 
most  important  special  specifications  for  this  instrument  were  that  it  should 
operate  tuiattended  for  a period  of  one  weeK,  and  that  its  accuracy  should  be 
at  least  one  per  cent  of  full  scale  over  the  entire  velocdty  range. 

More  specifically,  the  range  of  velocities  of  interest  was  from 
0.08  to  5.1-feet/secoiid,  and  it  was  desired  to  have  readings  at  approxi- 
mately one-half  hour  intervals  during  the  one-week  reading  period.  From  these 
figures,  some  special  considerations  become  apparent?  The  velocity  range  is 
quite  large  in  that  the  lowest  velocity  of  interest  is  only  l/6U  of  the  high- 
est velocity.  Also,  the  energy  requirements  for  such  a long  reading  period 
must  be  kept  small  to  minimize  battery  volume. 

The  two  considerations  ju°t  mentioned  caused  the  rejection  of  many 
of  the  velocity  sensing  techniques  that  were  given  thought.  The  v.-o  generad 
approaches  to  the  problem  that  seemea  most  promising  during  this  study  pro- 
gram were  the  ultrasonic  transmission  method  and  the  drag-disc  method.  The 
former  method  was  the  one  adopted  for  a final  design,  and  will  therefore  be 
the  subject  of  the  remainder  of  this  report.  The  latter  method  was  con- 
sidered for  some  time,  and  certain  difficulties  caused  its  rejection  in  favor 
of  the  ultrasonic  instrument.  These  difficulties  were  not  sufficiently  ser- 
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ious  to  justify  the  conclusion  that  the  drag-disc  principle  cannot  be  ap- 
plied to  a practical  instrujnent,  but  it  -was  decided  that  effort  expended 
on  the  ultrasonic  meter  would  be  nore  likely  to  result  in  a useful  instru- 
ment In  the  Lime  available.  The  drag-disc  instrument  will  be  discussed  in 
Appendix  A of  this  report. 


PRINCIPLE  OF  OPERATION  OF  THE  ULTRASONIC  VELOCITY  METER 

There  are  two  different  major  means  of  applying  ultrasonic  trans- 
mission techniques  to  the  measurement  of  the  velocity  of  a liquid  medium. 

These  might  be  called  the  sonar  pulse  system  and  the  phase  shift  system.  The 
first  system  would  involve  accurate  timing  of  the  transmission  of  ultrasonic 
pulses  from  one  point  to  another  in  a direction  parallel  to  the  water  velo- 
city direction.  In  a piilse  technique  the  most  obvious  source  of  trouble  is 
the  circuit  design  encountered  in  providing  pulsas  with  sufficiently  short 
rise  times.  A companion  problem  would  be  the  detection  of  the  precise 
time  of  p\ilse  reception.  These  problems  could  certainly  be  resolved,  but 
it  wa.s  concluded  that  the  complexity  of  the  necessary  circuitry  would  nar- 
rant  further  work  on  the  phase  shift  system.  The  literature  held  many  sug- 
gestions for  the  measurement  of  phase  difference  with  a high  degree  of  accur- 
acy with  not  too  complicated  designs.  Also,  several  commercial  phasemeters 
were  available  on  the  market. 

A project  report  from  the  University  of  Michigan  Engineering 
Research  Institute  entitled,  "Design  and  Development  of  an  Underwater  Sound 
Velocity  Meter*,  by  Richard  K.  Brown,  was  found  to  be  of  considerable  value. 
The  work  was  done  for  the  Oixicc  of  Navel  Research,  U.S.  Navy  Department  under 
Contract  N6onr-23220,  CWR  Project  No.  NR  26l  02U. 
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As  the  title  states,  this  contract  -was  conceraed  with  the  design 
of  an  instrument  for  measuring  the  velocity  of  sound  in  water,  while  the 
objective  here  is  to  measure  the  velocity  of  the  water.  However,  much  of 
the  work  detailed  in  this  report  is  pertinent  to  the  Johni,  Hopkins  project, 
and  was  of  interest  and  very  helpful. 

Water  Velocity  Related  to  Phase  Shifts 

An  instrument  to  operate  on  the  phase  shift  principle  might  be 
constructed  using  two  or  more  transducers  capable  of  being  aligned  with  the 
water  flow  direction  and  providing  a continuous  wave  of  acoustic  energy 
being  transmitted  from  one  transducer  to  the  other.  The  size  of  the  trans- 
ducers and  the  distance  between  them  must  be  small  in  order  that  the  vel- 
ocity measured  will  be  a "local®  one,  and  the  presence  of  the  transducers 
will  have  no  appreciable  effect  on  the  flow. 

On  the  other  hand,  the  transducer  spacing  distance  is  linearly 
related  to  the  amount  of  phase  shift  that  will  be  present  with  a given  mag- 
nitude of  water  velocity.  Since  the  phase  shift  can  be  increased  by  in- 
creasing the  ultrasonic  operating  frequency,  a basis  is  available  for  a 
compromise  to  arrive  at  a design  that  is  suitably  small  in  size,  and  yet 
has  sufficient  sensitivity. 

A numerical  example  will  serve  to  illustrate  the  principles  in- 
volved in  selecting  an  operating  frequency  and  an  instrument  size.  Refer- 
ence will  be  made  to  Figure  1. 

The  velocity  of  propagation  of  acoustic  waves  in  sea  water  is 
approximately  150,000  cms. /second.  This  velocity  is  a fxinction  of  the 
temperature,  pressure,  and  the  salinity  of  the  water,  but  for  the  purpose 
of  this  example,  150,000  cms ./second  will  serve.  Suppose  that  the  fre- 
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quency  cf  the  continuous  wave  is  100,000  eps.  The  resulting  wavelength  is 
lo5  centimeters.  Under  these  conditions  the  curved  lines  between  the  trans- 
ducers represent  pressure  wave  fronts  progressing  through  the  water  from 
one  transducer  to  the  other.  The  speed  of  advance  of  the  wave  fronts  is 
150,000  cmso /second,  and  the  fronts  are  separated  by  1.5-centimeter  inter- 
vals. If  the  wave  generated  by  the  transmitting  transducer  is  sinusoidal, 
then  the  wave  at  the  receiving  crystal  will  also  be  sinusoidal;  and  if  the 
transducers  are  spaced  an  exact  integral  number  of  wavelengths  apart,  the 
two  sinusoidal  signals  will  be  in  phase.  If  the  received  signal  is  ampli- 
fied to  make  up  for  losses  due  to  the  divergence  of  the  beam  and  for  attenua- 
tion in  the  water,  and  the  two  waves  applied  to  a two-gun  oscilloscope,  they 
will  appear  as  in  Figure  1(b). 

Suppose  further  that  the  transducers  are  spaced  100  wavelengths 
apart  (approximately  5 feet).  A change  in  this  transducer  spacing  of  as 
much  as  one  millimeter  (0.0667^)  will  cause  a change  in  the  original  phase 
relationship  to  that  shown  in  Figure  1(c),  where  0 = 2b°.  This  amount  of 
phase  shift,  which  could  readily  be  measured  by  commercially  available  phase- 
meters, might  have  been  introduced  in  a number  of  different  ways*  (a)  by 
changing  the  spacing  of  the  transducers,  (b)  changing  the  velocity  of  the 
acoustic  wave,  or  (c)  by  causing  some  motion  of  the  water  in  the  direction  of 
the  acoustic  wave. 

To  cause  the  same  amount  of  phase  shift  as  above  by  moans  of  a 
change  in  the  velocity  of  the  sound  wave  would  require  a change  of  one  meter/ 
second  (0.0667^).  A water  velocity  in  the  direction  of  the  acoustic  path  of 
one  meter/second  would,  of  course,  have  the  same  effect. 
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According  to  the  literature^^^,  the  following  are  the  rules  that 
apply  to  the  variation  of  the  velocity  of  propagation  of  sound  in  sea  water: 
lo  Velocity  increases  with  temperature  by  ap- 
proximately 0.2  per  cent  per  degree  Centigrade. 

2.  Velocity  at  a given  depth  increases  with  the 
depth  by  about  0.2  per  cent  per  100  fathoms. 

3.  Velocity  increases  very  slowly  wi  th  salin3.ty, 
the  total  increase  from  31  parts  per  1,000  to 

37  parts  per  1,000  being  only  about  0.7  per  cent 
or  roughly  0.1  per  cent  for  each  0.1  per  cent 
increase  of  salinity. 

The  applicatr.on  of  rule  (1)  above  results  in  the  phase  shift  in  the  example 
(e  = 2lt°)  being  caused  by  l/3-degree  Centigrade  change  in  the  water  tempera- 
ture. The  same  amount  of  phase  shift  would  appear  witl  a change  of  200  feet 
of  depth,  or  a change  of  0.0667/6  of  salinity. 

It  is  apparent  from  the  above  considerations  that  the  physical 
conditions  of  the  environment  are  of  much  greater  consequence  than  the  motion 
of  the  water,  as  far  as  phase  shift  is  concerned. 

Design  Considerations; 

The  range  of  velocity  of  water  of  interest  to  this  project  was 
stated  above  to  be  from  0.08  to  5.1  feet  per  second.  The  phase  shift  caused 
by  5-1  feet/second  water  velocity  could  instead  be  caused  by  approximately 
one-half  degree  Centigrade  change  in  water  temperature.  From  this  standpoint, 

^"Acoustic  Measurements"  by  L.  L.  Beranek,  Jol’in  Wiley  ^ Sons,  Inc., 
page  52. 
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the  ultrasonic  approach  would  be  highly  undesirable  for  the  measvirement  of 
water  velocity  since  temperat\ire  changes  of  well  over  one-half  degree  will 
certainly  be  present  under  operating  conditions.  It  was  for  this  reason 
that  consideration  was  given  to  the  possibility  of  either  transmitting  up- 
stream and  downstream  simultaneously,  or  sequentially.  Simultaneous  trans- 
mission could  be  accomplished  by  means  of  two  acoustic  paths-  and  would  in- 
volve at  least  three  transducers.  Sequential  transmission,  however,  could 
be  done  with  one  pair  of  transducers  if  commutation  of  the  acoustic  path 
could  be  accomplished.  The  latter  system  was  considered  to  be  the  most 
promising  because  of  its  simplicity.  This  is  therefore  the  most  signifi- 
cant difference  between  the  subject  instrument  and  any  sound  velocity  metex’. 

It  was  decided  that  any  mechanical  means  of  commutating  the  trans- 
ducers, suah  as  revolving  the  transducer  assembly  in  the  plane  of  the  water 
velocity,  would  be  extremely  difficult.  Therefore,  it  was  decided  to  ac- 
complish this  function  electrically,  in  a manner  to  be  described  later. 

This  resulted  in  the  transducer  assembly  being  attached  to  the  instrument 
housing  rigidly. 

Consideration  was  given  to  the  subject  of  transducer  size,  spac- 
ing, and  operating  frequency,  all  of  which  are  interrelated.  The  size  of  th 
transducers  is  of  importance  for  two  reasons s (1)  the  larger  the  transducer, 
the  greater  the  undesirable  effect  it  will  have  on  the  water  flow  being 
investigated;  eind  (2)  with  a given  operating  frequency,  a larger  transducer 
will  generate  a more  narrow  beam  which  will  permit  more  of  the  transmitted 
energy  to  be  available  at  the  receiver;  and  stray  reflections,  such  as  from 
the  surface  of  the  instrument  housing,  will  be  minimized. 
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From  ViqouretLX^^^j  the  diameter  of  the  transducer  face  should  be 
approxiinately  t^jelve  times  the  operating  T»avelength  in  order  that  the 
acoustic  energy  be  confined  to  a cone  of  6^  serai -vertical  angle.  Therefore, 
the  frequency  should  be  high  so  that  the  wavelength  will  be  small,  and 
the  resulting  transducer  face  diameter  will  be  reasonable.  In  the  case 
of  the  example,  the  face  diameter  of  the  transducer  would  be  18  centimeters 
with  the  wavelength  1.^  centimeters. 

There  is  a practical  limit  to  the  operating  frequency  since  the 
attenuation  goes  up  with  frequency.  From  Figure  2.22  in  Beranek,  the  atten- 
uation increases  from  O.OU  to  0.3  db/yard  from  100  to  1,000  Keps.  Another 
reason  for  concem  at  higher  operating  frequencies  is  that  the  phase  measure- 
ment is  made  more  accurate  after  heterodyning  the  ultrasonic  signals  down 
to  the  raid-audio  range.  This  will  be  discussed  in  more  detail  later.  After 
these  considerations  were  made,  an  operating  frequency  of  one  megacycle  per 
second  was  selected  with  the  thought  that  any  higher  frequency  might  lead 
to  troubles  because  of  leakage  and  cross-talk. 

At  an  operating  ultrasonic  frequency  of  one  megacycle  per  second 
the  wavelength  is  one-tenth  of  that  in  the  above  example,  namely,  0.l3  centi- 
meter. Having  selected  the  operating  frequency,  it  becomes  necessary  to 
consider  the  required  phase  resolution  and  the  related  acoustic  path  length. 
It  was  decided  that,  if  possible,  the  ultrasonic  path  length  should  not  ex- 
ceed two  feet.  It  was  felt  that  having  the  transducers  much  closer  than 
this  might  result  in  excessive  disturbance  to  the  flow  field  by  the  presence 
of  the  transducers.  With  this  spacing  and  this  operating  frequency,  there 
would  be  approximately  UOO  wavelengths  in  the  acoustic  path.  Full  scale 

( 2 )«ultrasonics*  by  P.  Vigoureux,  John  Wiley  & Sons,  Inc.,  1951,  page  2. 
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water  velocity  would  produce  O.h  wavelengths  of  phase  shift,  corresponding 
to  approximately  lU?>  degrees.  In  the  case  of  acoustic  transmission  against 
the  water  velocity  the  phase  change  would  be  in  a lagging  direction,  and, 
conversely,  acoustic  transmission  with  the  water  velocity  would  result  in 
a leading  phase  change  from  the  quiescent  phase  position-  The  total  is  of 
course  290  degrees  out  of  a possible  360  degrees  available  without  ambiguity. 

DESCRIPTIOH  OF  ULTRASONIC  METER  AND  ITS  OPERATION 

Recorder? 

A surplus  magnetic  compass  of  the  aircraft  type  was  available, 
and  it  was  decided  to  use  this  to  obtain  water  velocity  direction.  This 
uses  a UOC'-cps.  inverter  for  excitation  and  a synchro  repeater.  An  elec- 
trical signal  is  not  tnerefore  readily  available  from  the  compass  that  could 
be  used  to  drive  a galvanometer  or  some  other  recorder  element.  The  simplest 
means  of  recording  the  repeater  indication  is  a camera.  Further,  the  cam- 
era seemed  desirable  from  the  standpoint  that,  although  continuous  record- 
ing was  not  necessary,  the  recording  period  spanned  seiren  or  eight  days.  A 
spring-driven  recorder  was  considered,  but  most  of  these  are  sensitive  to 
their  orientation  because  of  inkwells  or  other  reasons.  A study  of  the 
pewer  requirements  for  the  instrument  programmer,  the  electronic  circuitry, 
and  the  excitation  inverter  revealed  t,hat  a moderate  size  lead-acid  battery 
would  be  sufficisnt  for  the  job. 

As  will  be  discussed  later,  the  instrxmient  can  be  operated 
either  on  a two  or  four -picture  reading  cycle.  In  either  case,  the 
readings  of  phase  angle  are  taken  altei'nately  with  the  acoustic  trans- 
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mission  upstream  and  then  doYinstream..  The  fo’ur-picture  reading  cycle  simply 
repeats  the  process  and  allows  the  checking  of  the  readings  against  each 
other.  This  might  be  desirable  in  the  early  use  of  the  instrument,  but 
normally  only  two  pictures  will  be  taken  in  each  reading  cycle. 

Suspension? 

Before  going  into  a detailed  description  of  all  of  the  con^onents  of 
the  velocity  meter,  it  might  be  desirable  to  make  reference  to  Figure  3 which 
is  a schematic  of  the  arrangement  of  the  instrument  in  water.  The  arrange- 
ment shown  is  one  for  remote  operation.  However,  the  cabling,  both  elec- 
trical and  mechanical,  is  arranged  in  such  a way  that  the  anchor  unit  may  be 
used  aboard  a vessel  with  the  *fish*  hanging  in  the  water.  This  was  done 
to  facilitate  the  checkout  and  calibration  of  the  instrument.  The  elec- 
trical cable  will  connect  the  fish  aind  the  anchor  unit,  and  i»  loosely  at- 
tached to  the  steel  mooring  cable.  Steel  cable  is  used  between  the  top  of 
the  fish  bridle  and  the  lift  buoy,  and  between  the  lift  buoy  and  the  surface 
buoy. 

Fish  Components? 

Figure  U(a)  is  a photograph  of  the  assembled  fish,  and  shows  the 
arrangement  of  the  water-tight  connector,  the  tail  assembly,  the  nose  and 
tail  streamline  fairings,  and  the  ultrasoriic  head.  Figure  U(b)  is  a photo- 
graph of  the  bottom  of  the  interior  of  the  fish,  showing  the  coaxial  switch, 
the  phasemeter  chassis,  aind  the  magnetic  compass  transmitter  in  their  normal 
positions.  The  frame  of  this  assembly  is  a l/8-inch  brass  plate. 

Coaxial  Switch? 

The  coaxial  switch  is  a Model  lU60-30  double-pole  transfer  switch 
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and  was  obtainefi  from  Transco  Products,  Inc.,  Los  Angeles,  California.  It  is 
driven  by  a 2U-volt  d.c.  motor,  and  requires  approximately  0.7  second  for 
operation.  One  of  its  characteristics  of  importance  in  this  application  is 
very  low  cross-talk  since  it  serves  the  purpose  of  interchanging  the  two 
transducers.  The  transmitting  transducer  is  operating  at  a much  higher  signal 
power  level  tlian  is  the  receiving  transducer,  and  any  leakage  between  trans- 
ducers will  introduce  errors  in  the  phasemeter  indication.  The  transducers 
connect  to  the  coaxial  switch  by  means  of  very  short  sections  of  RG-58/U  cable 
and  BNC  coaxial  connectors.  The  other  RF  conneetcro  on  the  snitch  are  connected 
to  the  chassis  by  means  of  similar  cable  and  BNC  connectors. 

Magnetic  Cong>ass> 

The  con^iass  is  a General  Electric  Type  KJ-1,  Model  8KJ1AA  Sub  1,  rated 
at  26  volts  at  UOO  cps  excitation.  The  plastic  case  was  slightly  modified  by 
machining  to  allow  it  to  fit  in  the  fish  housing.  It  is  provided  with  built-in 
magnetic  compensation,  and  its  output  synchro  is  terminated  on  a four-pin  Cannon 
connector. 

Phasemeter  Chassis; 

Figures  5 aiid  6 together  constitute  the  main  circuit  diagram  of  the 
phasemeter  chassis.  Figure  7 is  a diagram  of  the  cabling,  and  Figure  8 is  a 
block  diagram  of  the  phasemeter.  This  last  diagram  will  be  discussed  first 
since  it  will  help  in  describing  the  principle  of  operation  prior  to  going  into 
the  details  of  the  schematic  diagram.. 

The  source  of  ultrasonic  energy  for  the  velocity  meter  is  the  driving 
oscillator  which  supplies  acoustic  power  to  the  transmitting  trarisducer,  A por- 
tion of  the  output  of  this  oscillator  is  fed  to  the  reference  channel  mixer. 
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The  receiving  transducer  is  connected  to  the  amplifier  Yihich  then 
feeds  the  signal  channel  mixer.  All  of  the  signals  to  this  point  in  the  dis- 
cussion are  at  1.0  Ucps.  as  controlled  by  a 1.0-megacycle  crystal  In  the  driv- 
ing oscillator  circuit.  The  heterodyne  oscillator  is  crystal-controlled  at 
0.992  megacycles  per  second,  and  its  output  is  available  to  each  mixer.  The 
output  of  the  mixers  consists  of  the  tuo  input  frequencies  (1,0  and  0,992  mega- 
cycles per  second),  their  harmonics,  their  sum  and  difference,  and  sums  and  dif- 
ferences of  the  various  harmonics.  The  mixer  output  circuits,  however,  are 
tuned  to  the  difference  frequency  (8  kilocycles),  and  so  all  others  are  rejected. 
From  this  point  on  in  the  block  diagram,  all  of  the  signals  are  then  at  8 kilo- 
cycles, and  this  is  the  frequency  at  which  the  phase  measurement  is  made.  The 
phase  difference  between  the  two  mixer  outputs  can  be  shown  to  be  the  same  as 
the  original  phase  difference  between  the  ultrasonic  signals. 

The  8-kilocycle  output  signals  from  the  mixers  are  applied  to  ths 
pulse-forming  circuits  where  sharp  pulses  are  generated  which  are  related  in 
time  to  the  phase  of  the  8-kilocycle  signals.  These  pulses  are  then  applied  to 
the  meter  switch  circuit  which  provides  a direct  current  of  zero  for  zero  phase 
difference,  and  which  increases  linearly  to  one  milliampere  as  the  phase  dif- 
ference increases  to  36O  degrees. 

I'igure  9 shows  photographs  of  the  top  and  the  bottom  of  the  phasemeter 
chassis,  and  one  can  see  that  all  of  the  tubes  are  located  on  the  top  of  the 
chassis  along  with  all  of  the  control  and  test  points,  such  as  coil  slugs  and 
trimmer  condenser  shafts.  This  arrangement  makes  it  possible  to  connect  an 
oscilloscope  probe  or  a vacuum  tube  voltmeter  to  the  test  points,  and  accomplish 
the  necessary  timing  without  removing  the  chassis  from  the  fish  frame.  The 
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tuo  BNC  coax?.al  connectors,  the  two  oscillator  crystals,  the  eight-pin  Jones 
coruiector,  and  a pushbutton  for  calibration  of  the  meter  are  also  available 
from  the  top  of  the  chassis.  Tne  remainder  of  the  components  of  the  phase- 
meter are  located  \mder  the  chassis,  and  are  enclosed  in  a sheet  metal  cover 
for  protection.  In  Figure  9(b)  one  can  see  a small  sub-shield  at  one  end  of 
the  chassis . This  provides  shielding  for  the  receiving  channel  coaxial  con- 
nector and  the  amplifier.  This  is  the  sensitive  part  of  the  circuit  in  that 
any  leakage  from  the  high  signal  level  of  the  driving  oscillator  getting  into 
the  amplifier  will  cause  a phase  error.  The  rest  of  the  circuit  is  relatively 
insensitive  to  leakage  because  of  the  relative  signal  levels  and  of  the  care 
used  in  layout  and  assembly. 

The  phasemeter  is  similar  in  some  respects  to  several  CQmmerci;p.ly 
available  models,  but  Mr.  K.  S.  Stull,  Jr.,  who  designed  the  circuit,  incor- 
porated some  features  of  his  own  which  made  it  possible  to  make  it  small,  op- 
erate with  a small  amount  of  power,  and  use  a minimum  number  of  cable  conduc- 
tors. Reference  to  the  schematic  (Figures  S ar.d  6)  will  now  be  made  to  des- 
cribe the  circuits  that  have  been  built  to  accomplish  the  functions  of  the 
boxes  in  the  block  diagram. 

Tube  V-1  is  the  amplifier  shown  in  the  block  diagi'am,  and  it  is  a 
single  stage,  tuned  grid-tuned  plate  pentode  amplifier,  and  its  output  is 
fed  to  tube  V-3,  the  receiving  channel  mixer.  The  tuned  grid  circuit  capaci- 
tance consists  of  tube  input,  stray  wiring,  coaxial  cable,  crossover  relay, 
cind  transducer  capacitancej  therefore,  all  of  these  components  are  operating 
at  high  impedance.  Tubs  V-2  is  the  1.0  megacycle  crystaJ.-controlled,  electron- 
coupled  Fierce  oscillator  that  provides  power  from  its  plate  for  the  trans- 
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mitting  transducer.  The  tuning  of  this  plate  circuit  is  similar  to  that  of 
the  grid  of  V-1.  As  mentioned  earlier,  part  of  this  oscillator’s  output  is 
fed  to  the  reference  channel  mixer,  V-U  in  the  schematic.  It  is  apparent 
from  this  diagram  that  the  mixers,  V-3  and  V-U,  also  perform  the  function 
of  the  heterodyne  oscillator  shown  in  the  block  diagram.  The  cathode  and 
first  two  grids  of  V-3  and  V-U  are  connected  as  an  electron-coupled  Pierce 
oscillator. 

A lead  is  brought  through  the  chassis  from  the  plate  of  each  mixer, 
and  these  are  shown  on  the  right-hand  end  of  Figure  5 and  the  left-hand  side 
of  Figure  6 as  T.P.  (test  point)  1 and  2.  Measurement  of  the  a.c.  voltage 
at  these  two  points  will  allow  tuning  of  all  of  the  tuned  circuits  while  the 
phasemeter  is  in  operation.  Its  amplitude  is  approximately  100  volts  from 
peak  to  peak.  The  combination  of  the  two  pulse  transformers,  the  two  diode 
sections  of  V-5,  and  the  two  twin  triodes,  V-6  and  V-7,  are  designed  to  pro- 
duce very  sharp  positive  praises  at  the  time  the  eight-kilocycle  sine  waves 
from  the  mixers  cross  their  zero  axis.  On  the  positive  half -cycle  of  the 
output  of  V-3  the  top  diode  V-5  is  not  conducting.  However,  as  the  voltage 
swings  through  its  a.c.  zero  axis  (plate  supply  potential)  going  negative, 
the  cathode  of  the  diode  is  at  an  instantaneous  potential  equal  to  the  plate 
potential,  and  the  diode  begins  conduction.  This  conduction  causes  the  volt- 
age at  the  plate  of  the  diode  to  follow  the  cathode  negative.  The  left- 
hand  grid  of  the  triode  V-6  is  normally  near  ground  potential,  and  V-6  is 
conducting,  but  its  grid  potential  falls  at  this  time  because  it  is  capaci- 
tively-coupled  to  the  plate  of  V-5.  This  action  results  in  the  cut-off  of 
the  left-hand  section  of  the  tube  V-6  and  a rise  in  its  plate  potential. 
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This  rise  of  potential  is  differentiated  and  applied  to  the  right-hand  grid 
of  the  same  tube.  The  coupling  from  the  left-hand  cathode  of  V-6  through 
the  pulse  transformer  accomplishes  regeneration  of  the  entire  action  just 
described  so  that  the  rise  time  of  the  pulse  at  the  right-hand  grid  of  V-6 
is  extremely  short.  The  same  action  just  described  goes  on  in  the  reference 
channel  circuit,  except  that  the  pulse  at  the  right-hand  gidd  of  V-7  is  re- 
lated in  time  to  the  negative  going  axis  crossing  of  the  reference  channel 
eight-kilocycle  signa] . Since  the  spacing  between  these  two  pulses  is  pro- 
portional to  the  phase  angle  between  the  two  ultrasonic  signals,  it  is  only 
necessary'  to  measure  the  spacing. 

This  measurement  is  accomplished  by  v-8,  the  meter  switch  tube, 
which  is  basically  a one  milliampere  constant  current  meter  supply  which  can 
be  switched  on  and  off.  The  tube  allows  this  constant  current  to  flow  through 
the  one  milliampere  meter  for  a length  of  time  during  each  eight-kilocycle 
cycle  eq\ial  to  the  time  between  signal  and  reference  pulses.  Therefore,  the 
meter  reads  from  zero  to  one  milliampere,  depending  upon  the  phase  angle  as 
a fraction  of  360  degrees.  For  example,  a phase  angle  of  180  degrees  will 
cause  the  right-hand  section  of  V-8  to  conduct  at  one  milliampere  for  one- 
half  cycle  and  at  zero  milliampere  for  the  other  half  cycle,  and  since  the 
inertia  of  the  meter  will  not  allow  it  to  follow  this  eight-kilocycle  switch- 
ing rate,  it  will  read  the  average  value  of  0.5  milliampere. 

The  switching  action  is  accomplished  by  a two-volt  change  in  po- 
tential at  the  left-hand  grid  of  V-8.  When  this  voltage  is  less  than  98 
volt^  meter  current  flows,  but  when  it  is  more  than  100  volts,  no  r.eter  cur- 
rent flows.  This  voltage  can  only  be  changed  by  changing  the  charge  on  the 
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capacitor  in  the  grid  circuit.  TTiis  is  accomplished  by  the  right-hand  sec- 
tions of  V-6  and  V-7.  These  tubes  are  normally  cut-off  so  that  any  charge 
on  the  capacitor  will  remain  relatively  unchanged,  and  hold  the  left  grid 
of  V-8  at  its  last  acquired  potential,  ffhen  a positive  pulse  is  applied  to 
the  right  grid  of  V-6,  a pulse  of  cathode  ciirrent  flows  and  charges  the  capaci- 
tor to  more  than  100  volts.  When  a positive  pulse  is  applied  to  the  right 
grid  of  V-7j  a pulse  of  plate  current  flews  and  charges  the  capacitor  to  less 
than  98  volts.  From  this  discussion  it  can  be  seen  that  the  pulses  cause 
the  meter  to  conduct  from  the  time  the  reference  channel  signal  crosses  its 
axis  going  negative  until  the  signal  channel  signal  crosses  its  axis  going 
negative. 

The  pushbutton  that  is  available  on  the  top  of  the  phasemeter 
chassis  is  shown  in  the  left-haind  cathode  of  V-3.  It  is  a normally  closed 
switch  which,  when  operated,  cuts  off  the  left-hand  side  of  the  tube  allowing 
the  right-hand  side  to  conduct  continuously  through  the  meter.  When  this  is 
done,  adjustment  of  the  calibrating  potentiometer  can  be  made  while  observ- 
ing the  deflection  of  the  meter  in  the  anchor  unit.  This  will  normally  be 
set  at  one  milliampere. 

The  tube  filaments  are  connected  in  series-parallel  to  utilize  the 
2h  volts  of  the  battery  directly,  as  shown  on  the  diagrams. 

The  coaxial  switch  requires  2U  volts  on  alternate  leads  to  cause 
it  to  operate.  In  order  to  perform  this  function  with  only  one  lead  in  the 
main  cable  a small  relay  was  installed  on  the  chassis.  Energizing  this  relay 
advances  the  coaxial  switch.  When  the  relay  is  deenergized,  the  coaxial 
switch  advances  again.  When  the  relay  coil  is  energized  from  the  anchor  unit. 
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the  commutator  indicator  light  is  lighted  so  that  the  data  photograph  taken 
at  this  time  -will  show  the  direction  of  the  ultrasonic  transmission. 

Ultrasonic  Head: 

Figure  10  shows  the  construction  of  the  ultrasonic  head  by  means  of 
two  sketches;  one,  the  head  itself,  and  the  other,  an  exploded  view  of  the 
transducer.  It  was  necessary  to  make  the  transducer  as  stremLined  as  possible 
to  minimize  its  effect  on  the  water  flow  in  the  ultrasonic  path.  The  crystals 
were  p'urchased  from  the  Bliley  Electric  Company  of  Erie,  Pennsylvania.  The 
specifications  were  as  follows*  X-cut  quartz,  7/8--inch  diameter,  ground  for 
thickness  vibration  resonance  of  one  megacycle  per  second  + 0.1  per  . cent,  w-  .1 
fired  silver  electrodes  on  both  surfaces  maintaining  a free  edge  of  I/I6  inci... 

A fine  copper  lead  was  requested  to  be  soldered  at  the  center  of  one  face  cf 
each  crystal.  The  diameter  was  determ.tned  by  the  desire  for  a narrow  ultra- 
sonic beam  as  discussed  previously.  At  a frequency  of  one  megacycle  per  second 
the  wavelength  is  O.lo  centimeter,  and  the  active  face  diameter  of  the  crystal 
is  3/U  inch  which  corresponds  to  approximately  12.5  wavelengths.  The  radia- 
tion pattern  was  measured  roughly  using  experimental  transducers  in  a tank  of 
water  in  order  that  a check  might  be  made  on  the  design.  This  was  considered 
important  because  of  the  necessary  proximity  of  the  acoustic  path  and  the 
fish  housing.  In  these  tests  it  was  found  chat  the  primary  beam  lobe  had  a 
semi-vertical  angle  of  approximately  six  degrees.  For  this  reason  the  acoustic 
path,  for  design  purposes,  was  restricted  to  a minimum  of  i*  inches  from  the 
surface  of  the  fish  housing. 

Since  insulation  of  the  leads  to  the  crystals  in  the  transducers  is 
important,  it  was  decided  to  use  coaxial  cable  for  this  puirpose  because  of 
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its  mechanical  strength.  The  inner  conductor  of  this  cable  serves  the  pur- 
pose of  a binding  post  for  the  fine  nine  from  the  rear  face  of  tiie  quartz 
crystal.  This  lead  is  soldered  to  the  inner  conductor  of  the  coaxial  by 
means  of  the  access  plug  on  the  rear  of  the  transducer,  after  the  coaxial 
is  permanently  in  place. 

The  exploded  view  of  the  transducer  shows  the  arrangement  of  the 
parts  of  the  transducer.  The  crystal  is  seated  on  a bakelite  backing  ring. 
Prior  to  the  use  of  this  backing  ring,  a backing  plate  of  the  same  material 
was  used.  It  was  machined  to  make  it  one-half  wavelength  in  thickness,  and 
then  an  attempt  was  made  to  determine  whether  the  backing  plate  or  the  back- 
ing ring  would  accomplish  a more  efficient  coupling  of  acoustic  energy  to  the 
water.  It  was  not  apparent  from  these  tests  that  there  was  any  significant 
difference  between  the-  two. 

The  cover  ring  and  its  mounting  surface  were  so  designed  that  when 
assembly  is  made  and  the  screws  are  inserted,  the  cover  ring  comes  into  con- 
tact with  the  brass  body  of  the  transducer  at  a point  such  that  the  •(}■  ring 
squeeze  is  as  it  should  be.  The  cover  plate  surface  in  contact  with  the 
■0"  ring  is  sloped  so  tho.t  the  *0*  ring  will  seal  the  j\inction  between  the 
crystal  and  the  backing  ring,  and  the  junction  between  the  cover  plate  and 
the  transducer  body. 

There  was  some  concern  before  the  transducer  heaid  was  constructed 
as  to  whether  or  not  acoustic  energy  wo\ild  be  transmitted  from  one  trans- 
ducer to  the  other  via  the  brass  tubes  of  the  transducer  head.  It  was  thought 
at  first  that  this  might  happen  if  the  acoustic  impedance  discontinuity  at 
the  rear  face  of  the  quatrtz  crystal  was  not  sharp.  Theoretically  at  least. 
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if  the  acoustic  impedance  of  a transmitting  medium  makes  an  infinitely  abrupt 
change,  no  energy  will  be  transmitted  because  all  of  it  will  be  reflected. 

The  characteristic  acoustic  impedance  of  a medium  is  equal  to  the  density 
of  the  medium  times  the  propagation  velocity  of  the  medium.  From  the  book 
referenced  earlier  by  L..  L.  Beranek,  the  impedance  of  air  is  approximately  U3> 
as  compared  to  approximately  1^0,000  for  water  and  several  times  this  last  fig- 
ure for  quartz.  From  this  it  can  be  concluded  that  very  little  acoustic  energy 
should  be  coupled  to  the  air  backing  of  the  crystal,  but  most  of  it  should  be 
reflected  from  the  rear  face  of  the  crystal  and  made  available  for  transfer  to 
the  water  at  the  front  face  cf  the  crystal. 

In  order  to  see  whether  any  acoustic  energy  was  transmitted  through 
the  brass,  a test  was  made  by  interrupting  the  acoustic  path  in  the  water 
and  ch-serTing  any  signal  that  might  ba  present  on  the  receiving  channel  amp- 
lifier output.  There  was  none  that  could  be  measured. 

Cable  Connectors 

Figure  11(a)  is  a sketch  drawn  to  illustrate  the  essential  features 
of  the  water-tight  cable  coriTiectcr  and  the  transducer  head  attachment  to  the 
outside  surface  of  the  fish.  The  actual  cable  connector  is  a type  W-22-18S-21, 
eighu-pin  connector  obtained  from  the  Cannon  Electric  Company  of  Los  Angeles, 
California.  The  male  part  of  this  connector  appears  in  the  sketch  as  part  (1). 
The  connecter  is  drawn  dewn  cm  the  slaevs,  (2)jS  the  pressure  plate,  (3)|  and 
the  base  tube,  (5).  All  of  the  parts  are  separated  by  flat  rubber  gaskets  (6). 
The  aiJi.“thr6aded  rods  (7;  sers’e  to  draw  the  parts  together  and  to  squeeze  the 
gaskets.  The  base  tube  is  soldered  in  place  in  a hole  in  the  shell  of  the 
fish.  The  base  nag  (a;  is  pressed  ever  the  base  tube  and  soldered  in  place. 


(B)  TRANSDUCER  HEAD  MOUNTING  PLATE 
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The  pressure  plate  is  of  1/U-inch  brass^  and  has  sight  feed-through 
termirjils  soldered  on  its  surface^  This  plate  is  expected  to  resist  the 
entrance  of  any  water  that  might  leak  through  the  connector  by  way  of  a leak 
in  the  cable  jacket  outside  of  the  connector.  The  water-tight  connector  on 
the  anchor  unit  is  of  the  same  construction. 

Figure  11(b)  shows  the  "O**  ring  arrangement  on  the  tjransducer  mount- 
ing surface.  There  are  four  brass  studs  in  this  surface  that  draw  the  trans- 
ducer head  flange  down  against  the  *0*  ring.  A hole  is  drilled  thixiugh  the 
mounting  surface,  aind  the  shell  of  the  fisn  to  permit  the  entrance  of  the  two 
coajclal  transducer  leads  and  their  BNC  connectors. 

Anchor  Unit? 

The  anchor  unit,  is  a steel  cylinder  approximately  four  feet  long  by 
one  and  cne-half  feet  in  diameter.  A photograph  of  the  ’mit  as  it  appears 
ready  for  operation  is  shown  in  Figure  12.  It  is  closed  at  both  ends  by  3/8- 
inch  steel  cover  plates,  and  the  cylinder  is  divided  approximately  in  half  by 
a bulkhead  of  1/U-inch  steel.  This  bulkhead  is  to  prevent  any  leakage  of 
battery  electrolyte  from  having  a detrimental  effect  on  the  remainder  of  the 
anchor  unit.  The  other  end  will  subsequentlj'  be  referred  to  as  the  recorder 
end. 

Battery  ii 

The  battery  cells  used  to  energize  the  whole  instrument  are  of  the 
iead-acid  type  in  clear  plastic  .'ases.  They  were  obtained  from  the  Willard 
Storage  Battery  Company  of  Cleveland,  Ohio..  The  cells  are  Willard  Type  No. 
X2>AH  with  a nominal  voltage  rating  cf  two  volts  aind  a 25  ampere“hour  capacity. 
The  cases  are  provided  with  floating  ball  specific  gravity  indicators  to  pro- 
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vide  a quick  visual  indication  of  the  state  of  charge  of  the  cells.  Twelve 
of  the  cells  are  mounted  in  two  rows  of  six  in  a steel  box.  The  box  is 
welded  to  an  angle  iron  frame,  and  the  whole  assembly  cam  be  removed  by 
sliding  this  frame  from  the  battery  compartment  of  the  anchor  unit  (Figure  13) • 

A fuse  amd  a two-pin  Camnon  connector  are  mounted  on  the  outboard 
end  of  the  box  frame  to  facilitate  instaillation  and  servi'^ing.  The  battery 
cable  is  permanently  attached  to  the  compsmtment  bulldasad  so  that  the  battei*y 
box  cam  be  placed  in  its  final  operating  position  before  the  connector  is 
attached  to  the  box  frame. 

As  will  bo  explained  later,  the  measured  consumption  of  the  instru- 
ment is  approximately  ten  ampere-hours  per  week.  This  figure  represents  UO 
per  cent  of  the  manufacturer's  rating,  providing  a safety  factor  of  $0  per 
cent  based  on  the  manufacturer's  recommended  energy  drain  limit.  This  would 
allow  for  am  extra  three  to  four  days  of  instrument  operation  without  the 
risk  of  battery  damage  if  it  became  impossible  to  retrieve  the  instrument  on 
schedule. 

Recorder  Unit> 

As  mentioned  before,  the  remainder  of  the  emchor  unit  consists  of 
the  recorder  unit  in  the  recorder  end  of  the  anchor  unit  shdJ..  It  can  be 
seen  in  the  photographs  marked  Figure  lii  and  Figure  15.  A general  descrip- 
tion of  the  recorder  unit  will  be  given  prior  to  going  into  the  details  of 
its  components. 

Mechanically,  the  unit  consists  of  two  l/8-inch  aluminum  plates, 
nine  by  ten  inches  in  area,  which  are  coupled  together  by  aluminum  chamnels 
at  the  top  and  aluminum  bars  at  the  bottom.  These  bars  at  the  bottom  serve 
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as  runners  supporting  the  recorder  unit  on  the  tracks  which  are  permanently 
mounted  in  the  recorder  end  of  the  anchor  unit  shell. 

The  left-hand  plate,  as  it  appears  in  the  photograph,  supports  all 
of  the  control  components  and  circuitry  for  the  instrument.  It  also  carries 
the  camera,  the  camera  light,  the  primary  and  secondary  timers,  the  dyna- 
motor,  the  UOO-cycle  inverter,  the  control  pushbuttons,  the  indicator  lights, 
the  cable  connector,  the  battery  cable  connector,  and  two  six-point  harrier 
terrainal  strips.  This  plate  will  subsequently  be  referred  to  as  the  control 
panel. 

The  small  three-tube  chassis  appecuring  in  the  center  of  the  photo- 
graph is  the  power  supply  regulator.  The  right-hand  plate  will  be  referred 
to  as  the  camera  display  It  holds  the  milli ammeter,  the  compass  repeater, 
the  commutator  indicator  light,  a terminal  strip,  and  an  eight-day  spring- 
driven  clock. 

Control  Panels 

The  control  panel  can  be  seen  in  the  photograph  of  Figure  16,  in 
addition  to  Figures  lU  and  1^.  When  the  cover  of  the  anchor  unit  is  re- 
moved and  the  recorder  unit  is  in  place  in  the  shell  in  its  normal  position, 
this  front  surface  of  the  control  panel  is  the  outermost  part  of  the  recorder 
unit.  This  arrangement  was  used  in  an  effort  to  facilitate  the  operation 
and  servicing  of  the  instrument.  For  purposes  of  observation,  the  recorder 
unit  cari  be  operated  with  the  unit  pulled  out  of  the  anchor  unit  shell  ap- 
proximately hali=way.  The  camera  display  panel  is  readily  visible  to  an 
operator  when  the  unit  is  so  pulled  out.  In  fact,  the  normal  procedi’re  for 
launching  the  instrument  would  include  this  kind  of  an  operation  just  prior 
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to  putting  the  shell  cover  in  place.  It  nill  later  be  clear  just  how  this 
can  be  done. 

Instrument  Programi 

It  vas  decided  at  the  outset  of  the  development  of  the  ultrasonic 
current  meter  that  the  design  should  be  as  versatile  as  possible.  This 
feature  was  parti ciilarly  important  in  regards  to  the  instrument  programmer 
since  flexibility  here  would  permit  many  different  modes  of  operation  of  the 
meter.  As  the  discussion  goes  along,  these  points  of  flexibility  will  be 
discussed. 

Pigure  17  is  a circuit  schematic  of  the  instrument  programmer  as 
it  is  now  connected , The  dotted  lines  represent  connections  that  can  be 
made  readily  to  effect  a desired  change  in  the  operating  cycle.  The  primary 
and  secondary  timers  are  similar  2U-volt  d.c.  timers  obtained  from  the  A.  W. 
Haydon  Company  in  ffaterbury,  Connecticut.  The  motors  are  designated  as 
Hayden  Series  3600,  and  the  primary  timer  motor  has  a camshaft  spee^l  of  'two 
revolutions  per  hour.  The  secondary  timer  camshaft  rotates  at  one  revolu- 
tion per  minute  driving  five  cams,  which  were  fabricated  by  Haydon  to  o\ir 
specifications.  Two  of  these  cams  perform  the  function  of  S=-l  on  the 
secondary  timer,  and  this  is  because  the  manufacturer  suggested  that  one 
cam  could  not  be  x-eadily  built  to  close  a switch  for  one  second  on  three- 
second  intervals.  Presently,  for  reasons  that  will  be  apparent  later-,  the 
Snitch  S=1  is  connected  to  provide  one-second  pulses  at  the  times  30  and  36 
only.  However,  a simple  jumper  connection  between  the  top  two  switches  of 
the  secondary  timer  will  provide  pulses  at  times  30,  33,  36  and  39  in  the 
sixty-second  reading  cycle. 
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The  primary  timer  is  started  by  means  of  the  stairt  toggle  switch 
which  is  located  on  tiie  control  panel  at  the  extreme  left-hand  edge-  This 
switch  would  normally  be  thrown  to  the  on-position  at  the  last  minute  be- 
fore putting  the  anchor  unit  cover  in  place..  Tnis  primary  timer  is  the 
only  component  in  the  instrument  that  runs  continuously,  and  its  current 
drain  is  approximately  50  milliamperes . Its  only  function  is  to  start  the 
reading  cycle  (secondary  timer)  on  approximate  one-half  hour  intervals.  These 
intervals  are  expected  to  deviate  from  thirty  minutes  as  much  as  10  per  cent, 
but  this  is  not  important  since  the  clock  is  photographed  with  each  meter 
reading,  and  the  time  o;.  the  reading  will  be  so  established. 

The  secondary  timer  may  be  started  by  either  the  primary  timer  or 
by  the  "test"  button  which  is  mounted  at  the  top  just  to  the  left  of  the 
center  of  the  control  panel.  This  pushbutton  is  provided  so  that  a reading 
cycle  may  be  run  through  just  prior  to  launching  the  instrrnnent  while  an 
operator  is  present  and  can  observe  the  operation. 

There  are  seven  relays,  and  one  solenoid  on  the  control  panel,  all 
of  which  were  obtained  from  the  Price  Electric  Corporation  of  Frederick, 
Maryland.  These  will  be  nam.^d  for  reference  purposes  with  the  Price  type 
numbers . At  the  right-hand  edge  of  the  control  panel  is  a column  of  four 
relays.  From  top  to  bottom  these  ares  W relay,  type  57?7s  Z relay,  type  5711$ 
the  photo  relay,  type  57035  the  timer  relay,  type  5701.  The  large  relay  at 
the  top  again  is  a copper  slug,  slow-operate  relay,  type  5910,  which  is  called 
the  pulse-delay  relay.  Just  below  this  is  the  test  relay,  type  5722.  Just 
above  the  camera  box  is  another  relay  which  serves  to  deenergize  the  film  ad- 
vance solenoid  between  stepping  pulses.  This  solenoid  is  located  between  the 
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camera  and  the  control  panel  below  the  camera  len.’>,  and  is  mounted  on  the 
camera  box.  It  operates  the  button  on  the  camera  that  advances  the  film, 
one  frame  at  a time. 

Just  below  the  "test*  button  are  two  jeweled  indicator  lights,  and 
below  them  another  pushbutton.  This  batton  is  provided  to  permit  testing  the 
camera  light  without  the  necessity  of  running  through  a complete  reading  cycle. 

A third  pushbutton  is  mounted  on  the  secondary  timer  frame,  and  it  can  be  used 
to  stop  the  secondaiy  timer  at  any  point  in  the  reading  cycle  to  allow  check- 
ing the  circuit  operation,  timing  the  phasemeter,  or  calibrating  the  full  scale 
position  of  the  milliammeter  in  the  camera  display. 

The  two  indicator  lights  on  the  control  panel  do  not  light  during  a 
reading  cycle  unless  the  reading  cycl.e  was  started  by  means  of  the  “’test*  but- 
ton. The  top  light  gives  an  indication  of  tha  application  of  plate  supply  volt- 
age to  the  circuit,  and  the  bottom  light  indicates  that  filament  power  is  being 
supplied  to  the  circuit.  When  the  reading  cycle  is  automatically  started  in 
the  normal  way  by  the  primary  timer,  these  li^ts  will  not  operate  because  the 
test  relay  will  be  tinenergized.  This  is  necessary  because  the  camera  has  no 
shutter,  and  the  exposure  of  the  film  is  controlled  by  the  camera  light. 

The  timer  bus  is  available  at  many  points  on  the  control  panel.  This 
is  so  because  the  timer  bus  is  deenergized  at  the  end  of  a reading  cycle,  and 
this  feature  of  the  timer  bus  would  be  useful  in  assuring  the  deenergized  condi- 
tion of  all  circuits  and  relatys  at  the  beginning  of  the  next  reading  cycle. 
Except  for  the  hig^  current  circuits,  such  as  the  inverters  and  the  primary 
timer,  all  of  the  instruments  are  enei^ized  from  this  timer  bus.  In  nonnal 
operation,  the  timer  bus  is  held  in  the  energized  state  through  -ttie  reading 
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cycle  by  the  timer  relay.  It  is  deenergized  by  S-U  of  the  secondary  timer  at 
time  !?9.  applying  a one-second,  shunt-down  pulse  to  the  ground  side  of  the 
t3.tner  relay.  At  thic  time  the  timer  relaji-  has  2U  volts  applied  to  both  sides 
of  its  coil,  and  it  therefore  drops  out.  Incidentally,  this  is  the  reason 
why  the  test  button  must  be  held  down  for  approximately  one  second  before  the 
secondary  timer  will  keep  running.  The  timer  motor  must  advance  to  the  point 
where  S-U  opens  to  release  the  shunt-down  on  the  relay,  permitting  it  to  pull 
up  and  lock  up. 

The  reading  cycle  is  arranged  in  such  a way  that  the  filamerts  in 
the  voltage  regulator  chassis  and  in  the  phasemeter  chassis  in  the  fish  are 
energized  immediately  at  the  beginning  of  a reading  cycle.  This  is  accomplished 
by  S-3  o*  tbe  secondary  timer,  which  stays  closed  from  time  zero  to  UO  seconds. 
As  mentioned  earlier,  this  particular  circuit  and  the  inverter  circuit  (S-2) 
receive  power  directly  from  the  2U-volt  bus  from  the  battery  unit. 

Switch  S-2  is  closed  by  its  cam  on  the  secondary  timer  at  time  28 
seconds,  and  stays  closed  until  time  UO.  Since  the  filaments  are  warmed  by 
this  time,  there  is  only  the  possibility  of  transients  after  the  inverter  has 
come  up  to  speed.  Tests  to  date  on  the  instrument  indicate  that  the  time 
delays  involved  are  adequate  to  permit  stabilization  of  the  circuits  and 
meters,  and  if  such  is  ever  not  the  case,  changes  in  the  program  can  very 
readily  be  made.  In  fact,  the  time  in  the  reading  cycle  from  UO  to  59  seconds 
serves  no  purpose,  except  to  be  available  with  no  major  change  in  the  com- 
ponents of  the  instrument.  The  circuits  indicate  in  tests  that  they  can  sta- 
bilize with  18  seconds  of  filament  warm-up  time.  Actually,  30  seconds  are 
provided.  If  more  time  were  needed,  any  one  or  all  of  the  earns  could  be  ro- 
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tat-3d  on  their  shafts  to  allow  a full  minute  for  the  reading  cycle.  It 
should  be  mentioned,  however,  that  any  extension  of  such  periods  as  the 
filament  warm-up  period  would  Increase  the  battery  drain,  and  this  should 
not  be  done  without  consideration  for  battery  life  and  charging  problems. 

There  are  two  different  methods  of  turning  on  the  camera  light  in 
the  control  circuit.  The  first  one  tried  employs  the  photo  relay  to  discharge 
a 1,000-microfarad  condenser  through  the  light  bulb.  The  exposure  can  be  con- 
trolled by  changing  the  capacitance,  or  by  using  a difierent  light  bulb.  To 
obtain  a relatively  short  exposure  with  sufficient  intensity  requires  that  the 
light  bulb  be  operated  at  voltages  above  its  rating.  This  could  be  done,  but 
not  without  some  sacrifice  of  light  bulb  life.  For  this  reason,  a second 
method  of  controlling  the  film  exposure  was  devised. 

As  described  earlier,  the  secondary  timer  contact  S-1  is  actually 
two  contacts  driven  by  two  caims.  The  second  cam  is  displaced  from  the  first 
so  that  they  provide  alternate  pulses.  The  timing  diagram,  Figure  18,  shows 
that  there  are  four  one-second  pulses  from  S-1.  The  first  and  third  are  used 
in  the  control  circuit  for  such  functions  as  film  advance.  The  second  and  the 
fourth  are  used  to  turn  on  the  camera  light.  The  exposure  can  be  controlled 
simply  by  inserting  a resistor  in  series  with  the  bulb  of  the  proper  size  to 
limit  the  light  bulb  current  to  an  amount  that  produces  a satisfactory  ex- 
posure. The  exposure  time  is  fixed  at  approximately  one  second. 

This  last  described  system  employing  the  second  and  fourth  pulses 
from  the  secondary  timer  contact  S-1  is  the  one  presently  used.  However,  there 
could  very  well  be  reason  to  prefer  the  first  system  for  some  purposes,  and 
this  can  be  accomplished  quite  easily-  It  would  involve  the  changing  of  two 
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or  three  jvjnpers  in  the  control  circuit  and  replacing  the  light  bulb  with  one 
with  a substantially  lower  voltage  rating.  The  condenser  is  still  in  place, 
and  could  be  used  should  the  need  arise.  An  example  of  an  operation  that 
might  be  tetter  accomplished  b^  this  condenser  discharge  system  would  be  a 
check  of  the  reproducibility  oi  the  meter  in  field  use.  It  would  provide  more 
readings  in  a shorter  period  of  time  since  each  reading  cycle  would  obtain  two 
upstream  and  two  downstream  readings.  Other  such  cases  might  originate  with 
the  oceanographers  who  use  the  meter. 

The  W-Z  relay  combination  is  a standard  one,  sometimes  called  a relay 
••flip-flop".  It  is  so  called  because  of  the  fact  that  alternate  pulses  in  a 
series  of  identical  pulses  have  different  effects  on  the  circuit.  The  way 
this  feature  is  applied  here  is  the  first  pulse  from  the  delay  relay  performs 
the  entire  process  of  exjjosure  of  the  film,  and  at  the  same  time  it  readies 
the  instrument  for  the  next  p\ilsc  which  will  have  exactly  the  same  effect  with 
one  exception;  the  commutator  relay  on  the  phasemeter  chassis  in  the  fish  will 
be  energi  !^.ed . This,  of  course,  results  in  a reversal  of  the  direction  of  trams- 
mission  of  the  ultrasonic  path.  The  operation  of  this  relay  is  also  indicated 
on  the  camera  display  panel  by  the  lighting  of  the  commutator  indicator  light. 

It  is  then  possible  to  ascertain  on  each  exposure  of  film  whether  the  diirec- 
tion  of  acoustic  transmission  was  upstream  or  downstream  when  the  reading  was 
obtained „ 

Figure  18  shows  the  complete  timing  sequence  of  the  reading  cycle. 

The  first  delay  pulse  advances  the  film  and  energizes  the  W-relay.  The  end  of 
this  first  pulse  energizes  the  Z-relay,  and  when  both  of  these,  relays  are  ener- 
gized, the  commutator  relay  on  the  phasemeter  chassis  is  energized,  and  so  the 
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coandal  switch  advances.  Both  the  W and  the  Z relays  stay  energized  \intil 
the  beginning  of  the  next  delay  pulse,  at  which  time  the  W relay  drops  out. 

This,  of  course,  deenergizes  the  commutator  relay  and  produces  another  com- 
mutator advance.  At  the  end  of  this  second  delay  pulse  the  Z relay  drops  cut. 
Camera i 

The  camera  is  an  8-millimeter  camera  made  by  Bell  »f.  Howell,  and  desig- 
nated as  Model  1(2.  The  reason  for  the  choice  of  this  camera  is  primarily  that 
it  incorporates  the  control  mechanism  necessary  to  advance  the  film  one  frame 
at  a time.  The  supplier  of  the  camera  was  asked  to  remove  the  shutter  mecha- 
nism from  the  camera  so  that  the  lens  would  remain  open  all  the  time.  This 
would  eliminate  all  problems  of  synchronizing  the  shutter  and  the  other  opera- 
tions in  the  reading  cycle,  and  exposure  could  occur  anytime  the  light  was 
turned  on.  The  exposure  can  be  controlled  by  means  of  the  aperture  stop  on  the 
lens  and  by  the  intensity  of  the  light  bulb. 

The  camera  is  rigidly  mounted  in  a l/8-inch  brass  frame  which  is  in 
turn  attached  to  the  control  panel.  A 6,5-millimeter  wide-angle  lens  was  used, 
and  since  it  is  longer  than  the  standard  lens  fcr  this  camera,  it  was  necessary 
to  drill  a large  hole  in  the  control  panel  to  permit  the  leriS  to  extend  through. 

The  lens  axis  is  approximately  lined  up  wilii  the  center  of  the  camera 
display,  and  the  camera  light  and  its  chrome-plated  reflector  are  offset  some-, 
what  from  this  line  to  inj.niraize  direct  reflection  from  the  glass  meter  faces. 

As  viewed  facing  the  control  panel,  the  camera  winding  key  is  folded 
over  against  the  right-hand  side  of  the  camera.  On  the  lower  left-hand  side 
of  the  camera  at  the  bottom  is  a small  button  which  locks  the  magazine  housing 
door.  With  this  button  ir.  the  «up"  position  the  uoor  is  locked.  In  the  "down" 
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position  the  door  will  open,  and  the  film  magazine  may  be  removed  by  pushing 
thrs  magazine  ejector  button.  This  is  located  on  the  i*ight-hand  side  of  the 
camera  jusL  above  the  winding  key. 

The  magazines  for  use  in  this  camera  are  loaded  with  l6-millimeter 
film  which  is  exposed  one-half  at  a time.  After  the  film  has  been  run  through 
the  camera  once,  it  may  be  run  through  again,  exposing  the  other  half  of  the 
film  by  i-atoving  the  magazine  from  the  camera  and  turning  it  over.  Instructions 
concerning  this  operation  are  printed  on  the  magazines,  and  the  magazines  are 
marked  for  a "first  exposure"  and  a "second  exposure".  In  practice,  it  is  not 
likely  that  the  film  will  be  exposed  on  both  edges  because  when  an  operator 
is  available  to  turn  the  magazine  around  and  to  wind  the  camera  spring,  the 
magazine  7/ill  contain  cne  week's  data.  The  cost  of  the  magazine  is  not  large 
enough  to  warrant  waiting  an  extra  week  for  the  daia,  except  in  the  case  where 
the  data  are  taken  with  an  operator  present. 

The  speed  dial  on  the  right-hand  side  of  the  camera  at  the  top  should 
always  be  set  at  the  l6-frames  per  j/econd  position.  This  is  suggested  by  the 
camera  manufacturer.  The  other  dial  on  the  right-hand  side  of  the  camera  at 
the  top  is  a footage  indicator,  and  it  is  driven  by  the  film  magazine. 

The  film  advance  solenoid  is  located  below  the  lens  on  the  front  of 
the  camera,  and  is  screwed  to  the  camera  supporting  frame.  Service  work  on 
this  solenoid  can  be  best  accomplished  by  removing  the  entire  camera  assembly 
from  the  control  panel  by  meains  of  the  four  brass  machine  screws  that  extend 
through  the  control  panel. 

One  viinding  of  the  camera  spring  will  permit  the  exposure  of  approxi- 
mately 800  frames  of  data.  At  the  rate  of  two  eoqjosures  per  reading  cycle,  one 
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■week's  data  will  consist  of  672  exposures.  This  results  in  128  spare  frames, 
or  a little  over  one  day's  data.  For  this  reason,  the  camera  spring  should 
be  wound  con5)letely  just  prior  to  launching  the  instrument.  It  should  be 
made  clear  that  this  limitation  is  on  the  camera  spring,  and  not  on  the  camera 
magazine.  The  magazine  contains  the  order  of  fi.ve  times  the  number  of  frames 
that  caii  Me  exposed  after  one  ■t.mdmg  of  the  sprxng. 

UOO  cps  Inverter! 

The  inverter  is  a surplus  item,  and  was  obtained  at  the  same  time 
as  was  the  compass.  It  is  apparently  the  inverter  manufactured  for  this  pur- 
pose. It  was  made  by  the  Pioneer  Instrument  Division  of  the  Bendix  A'viation 
Corporation  of  Newark,  New  Jersey.  The  machine  is  rated  at  2l(  volts  d.c.,  one 
ampere  on  the  motor  end,  and  hOO  cps,  6 volt-amperes,  26  volts  on  the  generator 
end.  The  two-pin  connector  that  was  installed  on  the  inverter  has  been  removed 
to  accomplish  a sa-ving  in  space.  The  base  on  which  'the  inverter  is  mounted 
contains  the  components  of  a filter,  probably  required  for  the  elimination 
of  interference  with  aircraft  radios.  This  machine  is  mounted  at  the  bottom 
of  the  rear  of  the  control  panel. 

Dynamo tor : 

The  dynamo tor  is  also  a surplus  item  manufactured  by  Westinghouse 
Electric  & Manufacturing  Company,  and  bears  the  Style  No.  1171187A.  The  motor 
end  rating  is  27  volts  d.c.  at  l.U  amperes.  The  generator  end  is  rated  at 
285  volts  d.c.  and  0.060  ampere.  The  output  voltage  of  this  dynamotor  of  course 
varies  a great  deal  with  changes  in  the  battery  voltage  and  with  changes  in  the 


load  current. 


An  Ultrasonic  Current  Met«r 
for  Estuarine  Research 


Page  31. 


Fewer  Supply  Regulator; 

Because  of  the  large  variations  in  the  output  voltage  of  the  dyna- 
motor  and  the  sensitivity  of  the  phasemeter  to  such  changes  in  plate  supply- 
voltage,  it  was  necessary  to  design  and  build  a power  supply  regulator.  This 
design  was  mads  by  K.  S.  Stull..  Jr.,  and  its  circuit  schematic  diagram  is 
shown  in  Figure  19.  This  is  a series  tube  type  vol-tage  regulator  employing  a 
29L6  as  the  regulator  tube.  A 56l>l  is  used  as  a voltage  reference  tube,  and  a 
12SH7  is  the  control  amplifier  tube.  The  expected  range  of  variation  on  "the 
terminal  voltage  of  the  batteries  is  22  to  2li  volts.  Figure  20  is  a plot  of 
the  data  obtained  in  a test  to  determine  the  performance  of  this  regulator. 

The  input  vol-tage  to  the  regu].a-tor  was  varied  from  lU  to  28  volts,  whi?  e the 
load  current  was  maintained  constant  (as  it  will  normally  be)  at  35  milli- 
amperes.  The  output  voltage  was  as  nearly  constant  as  could  be  read  on  a good 
voltmeter  ever  the  range  of  22  to  28  volts.  The  satisfactory  regulating  range 
is  seen  from  this  plot  to  be  extended  as  low  as  20  volts,  a condition  well  be- 
low the  expected  minimum  level  of  battery  reserve. 

The  regulator  was  built  in  a totally  enclosed  chassis  with  only  the 
tubes,  tV»e  control  potentiometor  shaft,  and  the  six-pin  Jones  connector  on  the 
outside.  After  removing;  the  connector,  the  complete  regulator  can  be  removed 
from  the  instrument  by  removing  the  chassis  cover  screws.  The  adjusting  po- 
tentiometer appears  in  the  circuit  diagram  in  the  control  amplifier’s  control 
grid  circuit  to  ground.  The  filaments  of  the  reg>alator  are  energized  by  the 
same  means  as  are  the  phasemeter  filaments,  £u;d  the  same  -warm-up  period  is 
available  here  before  the  dynamotor  is  started. 


‘~0  G N D. 
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Compass  Repeatert 

There  is  no  nameplate  information  on  the  compass  repeater,  but  it 
presumably  was  manufactured  by  the  same  company  that  manufactured  the  mag- 
netic compass,  namely,  the  General  Electric  Company.  This  unit  has  a small 
sealed  synchro  receiver  that  appears  to  be  quite  similai’  to  the  transmitter 
in  the  compass.  It  has  higher  impedance  t^ian  does  the  transmitter,  possibly 
because  the  transmitter  was  designed  to  drive  two  or  more  receivers.  The  thin 
needle  on  the  face  of  the  repeater  is  coupled  to  the  synchro  shaft.  The  wide 
needle  is  one  that  can  be  turned  to  any  fixed  position  by  means  of  the  knob 
that  extends  out  from  the  lower  left-hand  comer  of  the  repeater  face. 

When  received,  the  repeater  had  a four-pin  Cannon  connector  at  the 
rear  of  the  case.  This  was  removed  in  the  interest  of  saving  space.  The  leads 
to  the  s.7nchro  are  brought  out  of  the  case  to  the  terminal  strip  attached  to 
the  rear  of  the  camera  display  panel. 

A six-wire  harness  is  the  only  connection  between  this  camera  dis- 
play end  of  the  recorder  imit  and  the  control  panel  end.  Three  of  these 
wires  are  used  for  the  above-discussed  synchro  leads,  a fourth  serves  to  ener- 
gize the  commutator  indicator  light,  and  the  last  two  are  for  the  indicating 
millismmeter . 

Indicating  Mllliammeter^ 

This  meter  is  designer, ed  as  a Model  U6-230,  3-1/2  inch,  250-»degree 
"lilliansneter,  wit'h  a full  scale  dial  ' fie  milliampere  and  an  accuracy  of 
one  per  cent  of  full  scale.  It  was  p--;cured  from  the  Hickok  Elecurical  Instru- 
ment Compainy  of  Cleveland,  Ohio.  It  was  selected  because  of  the  fact  that  it 
has  a long  effective  scale  for  its  size.  This  is  quite  important  in  the  appli- 
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cation  at  hand  in  that  a high  degree  of  resolution  of  needle  position  is  de- 
sirable since  the  meter  is  to  be  read  from  the  film. 

C0NCLU3I0NS 

liiroughout  this  report  reference  has  been  made  to  the  versatility  of 
the  instrument.  In  any  instrument  of  comparable  complexity  this  versatility 
feature  is  a desirable  one.  It  is  believed  that  the  instrument  as  it  now  stands 
is  flexible,  and  it  probably  should  remain  so  until  it  has  been  operated  in  the 
field.  If  use  in  the  field  should  show  that  the  operation  is  satisfactory  in 
its  present  form,  a series  of  changes  could  then  be  incorporated  in  a second 
design. 

One  of  T,he  more  obvious  of  such  changes  would  be  in  the  W-Z  relay 
system.  Its  function  could  easily  be  accon^jlished  by  a different  airangement 
of  the  cams  on  the  secondary  timer.  However,  these  changes  would  be  possible 
when  writing  the  specifications  for  a new  timer.  Cutting  of  the  cams  is  a 
critical  job  when  it  is  necessary  to  have  an  accurate  relationship  between  the 
different  cams,  and  therefore  it  is  a job  that  should  be  done  by  the  manufac- 
turer of  the  timers. 

The  control  system  in  this  instrument  in  its  present  form  has  the 
following  control  pulse  requirements* 

(l)  A film  exposure  and  film  advance  with  the  commutator 
un energized. 

(?.)  A film  exposure  and  film  advance  sequence  with  the 
commutator  and  commutator  indicator  light  energized, 

(3)  Cither  a repeat  of  (1)  and  (2),  or  a pulse  to  ready  the 
instrument  for  a (1)  operation  at  the  beginning  of  the 
next  readying  cj'cle. 
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The  above  requirements  are  of  coiirse  addition  to  the  switches  S-2j  S“3  and 

S“U  for  controlling  the  filamentSy  3-<-  voltage^  and  the  secondary  timer « 

If  a new  secondary  timer  were  designed  in  as  simple  a forui  as  pos- 
sible, it  might  have  two  additional  cams  to  accomplish  this  result.  One  of 
these  would  have  two  one-second  closures  at  times  33  and  38  seconds  to  control 
the  exposure  of  the  film.  The  second  cam  would  have  two  one-second  closures  at 
times  3U  and  39  seconds  to  operate  the  film  advance  solenoid.  The  third  would 
have  a four-second  closure  starting  at  time  35  seconds  to  operate  the  commuta- 
tor and  the  commutator  indicator  light.  Tnese  three  cams  would  replace  the 
present  S-1  arrangement  on  the  secondary  timer,  and  S-2,  S-3  and  3-U  would  be 
retained  in  their  present  form  for  a total  of  six  cams.  The  gain  of  this  re- 
design, in  addition  to  the  simpii.city,  would  be  the  elimination  of  the  two  re- 
lays, W and  Z,  and  also  the  pulse  delay  relay.. 

It  might  be  possible  to  eliminate  the  test  relay  and  the  test  li^ts 
after  some  use  of  the  instrument  in  the  field.  The  indicator  lights  are  not 
positive  indication  that  the  filaments  are  energiie-d  and  that  the  B+  voltage 
is  available  since  they  light  when  voltage  is  applied  to  the  filament  bus  and 
to  the  inverter  bus.  Another  indication  of  satisfactory  operation  to  a person 
preparing  the  instmiment  for  a remote  installation  in  water  might  be  obtained 
by  operating  the  test  button  with  the  test  relay  disconnected.  The  indicating 
milliarameter  is  visible  to  an  operator  with  the  recorder  ’init  installed  in  the 
anchor  unit  shell.  If  the  meter  indicates  satisfactorily,  it  is  safe  to  con- 
clude that  the  entire  instrument  is  functioning  normally.  To  do  this,  one 
mn.st  have  the  ultrasonic  head  immersed  in  water  to  close  the  acoustic  circuit, 
but  this  can  be  done  with  the  aid  of  a tank  of  water  on  the  deck  of  the  vessel. 
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Another  possibility  of  improving  this  instirument  is  in  the  lead- 
acid  battery  unit.  It  could  be  that  the  latest  nickel-cadmium  batteries  now 
available  on  the  market  might  be  more  suited  to  this  instrument  application 
than  the  lead-acid  type.  The  lead-acid  types  are  somewhat  limited  in  the 
niimber  of  charge-dischai'ge  cycles  that  can  be  executed  without  failure  of  the 
batteries.  This  is  one  of  the  advantages  of  nickel-cadmium  types  according  to 
the  manufacturers.  It  is  quite  possible  that,  due  to  the  increased  cost  of  these 
new  t3rpcs,  they  might  be  impractical  to  use  because  of  the  risk  involved.  How- 
ever, a new  design  would  warrant  an  investigation  along  these  lines . 

The  limit  on  the  film  capacity  for  data  that  now  exists  on  this 
instnunent  is  due  to  the  capacity  of  the  camera  driving  spring.  Some  thought 
was  given  to  the  possibility  of  winding  the  spring  using  a motor  driven  by  the 
battery.  Taking  two  data  exposures  for  each  reading  cycle,  as  the  instrximent 
is  now  arranged,  there  is  no  problem  here.  If  it  were  desirable,  for  any 
reason,  to  extend  the  system  to  taking  more  than  two  exposures  during  each 
reading  cycle,  it  would  be  necessary  to  look  into  this  winding  system,  or  to 
perhaps  obtain  a motor  or  solenoid-driven  camera. 

The  primary  timer  is  a very  importeint  consumer  of  battery  energy 
even  though  its  current  demand  is  only  50  milli amperes . This  amounts  to  the 
order  of  an  ampere-hour  per  day  just  to  keep  the  instriiment  going  from  one 
reading  cycle  to  tho  next.  Ibis  is  a natural  place  to  expend  some  effort  for 
loiur  1 i'.st rumen ts , It  not  done  for  this  experimental  instrument  because 
the  objective  was  to  build  an  instrument  that  could  be  used  to  evaluate  the 
velocity  detection  scheme.  There  are  several  ways  of  reducing  the  amount  of 
energy  required  for  the  operation  of  the  primary  timer  that  have  been  thought 
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of  in  conjunction  with  this  prcgraia.  A spring-driven  clock  mechanisE  would 

be  quite  desirable  for  this  p\irpose-  The  spring  capacity  should  be  adequate 

to  drive  the  clock  for  at  least  eight  days,  and  the  minute  hand  of  the  clock 

should  be  made  to  make  a contact  twice  in  each  revolution.  The  current  rating 

of  the  contact  would  have  to  be  large  enough  to  carry  a current  to  energize  a 

relay.  The  dwell  time  of  the  contact  should  be  something  less  than  39  seconds 

so  that  the  secondary  timer  could  interrupt  its  own  circuit  at  time  59  seconds 

as  it  does  in  this  instrument. 

The  clock  could  be  employed  to  semre  the  function  of  the  primary 
timer  and  also  the  function  of  the  time-indicating  clock  in  the  camera  display. 
It  is  believed  that  the  indicating  clock  is  a necessity  even  though  the  read- 
ing cycles  are  synchronised  with  the  indicating  clock  because  a failure  of  an 
intermittent  character  could  occur,  and  the  sequence  of  data  on  the  film  would 
be  useless  without  the  time  being  indicated. 

A solenoid-wound,  spring-driven  clock  would  consume  much  less  energy 
than  the  present  primary  timer,  and  could  be  employed  as  readily  as  the  spring- 
driven  clock. 

A low-voltage  protection  system  would  be  desirable  in  this  instrument. 
If,  for  any  reason,  the  instrument  should  fail  in  such  a v.ay  that  it  made  con- 
tinuous reading  cycles  (this  is  not  likely),  or  if  the  instrument  could  not  be 
recovered  on  schedule,  or  if  the  terminal  voltage  of  the  batteries  fell  below 
a safe  minimum,  it  would  be  advantageous  to  stop  the  instrument.  The  most 
simple  approach  to  this  problem  would  be  to  install  a voltage-sensitive  relay 
that  would  be  energized  by  the  primary  timer  contact  before  the  secondary  timer 
relay  could  be  pulled  up..  The  reading  cycle  would  then  be  stopped,  and  the 
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only  thing  that  would  continue  to  operate  would  be  the  primary  timer.  With 
the  suggested  spring -driven  primary  timer  in  use,  the  battery  -would  be  ef- 
fect! ^’ely  disconnected  from  the  instrument  the  first  time  this  voltage- 
sensitive  relay  failed  to  operate. 

MAINTENANCE  INSTRUCTIONS 

The  battery  unit  should  be  fully  charged  before  installation  in  the 
instrument  so  that  a normal  one-week  operation  will  not  drain  an  excessive 
amount  of  charge  which  would  result  in  permanent  damage  to  the  battery.  The 
manufacturer  also  recommends  that  it  should  not  be  left  on  the  shelf  for  more 
than  one  month  without  being  charged. 

There  has  been  some  indication  of  relay  contact  failures  after  long 
periods  of  time  when  the  instrument  is  not  used.  This  is  perhaps  due  to  an 
oxidation  of  the  contacts,  and  so  it  is  recommended  that  before  the  instrument 
is  operated  after  a long  idle  period  the  relay  contacts  should  be  lightly 
oumished  to  reduce  tnis  possibility  of  contact  failure. 

The  tunable  circuits  should  not  require  alignment  very  often,  but  it 
would  be  desirable  to  check  the  alignment  whenever  the  opportunity  presents 
itself.  This  operation  requires  that  the  ultrasonic  head  should  be  immersed 
in  water,  and  the  fish  frame  must  be  ranoved  from  the  shell.  The  tuning  re- 
quires only  a short  time,  and  the  likelihood  of  -the  circuits  getting  detuned 
is  slight  so  this  is  not  a serious  problem. 

The  full  scale  deflection  of  the  one-ndlliampere  indicating  meter 
should  be  checked  anytime  the  instrument  is  in  such  condition  that  it  can  be 
done.  This  can  be  accomplished  without  the  acoustic  path  closed  by  water. 
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When  the  pushbutton  on  the  phasemeteir  chassis  is  depressed  while  observing 
the  indication  on  the  milliammetcr,  a check  can  be  made  on  the  full-scale 
setting  of  the  meter  circuit.  It  should  be  set  to  one  milliampere  by  means 
of  the  adjusting  potentiometer  also  located  on  the  phauemeter  chassis.  If, 
for  some  reason,  it  is  not  convenient  to  adjust  the  full-scale  deflection,  it 
should  be  read  carefully  and  a note  made  of  the  reading.  It  can  latter  be  used 
to  apply  a correction  factor  to  each  reading  on  the  film  since  a reading  on  this 
meter  is  important  for  its  relationship  to  full  scale  rather  than  its  relation- 
ship to  one  milliampere.  In  other  words,  wha.tever  the  full-scale  current  mag- 
nitude, xt  corresponds  to  36O  degrees  of  phase  shift.  To  use  the  data  with  no 
correction  factor  requires  that  36O  degrees  corresponds  to  exactly  1.0  milli- 
ampere. 

All  of  the  tubes  are  opera.ted  in  the  instrument  in  a conservative 
wa,y.  The  matter  of  routine  replacement  will  probably  become  apparent  after 
some  field  use  of  the  instrument.  It  should  not  be  necessai’y  to  incorporate 
any  periodic  tube  replacement  schedule  because  the  environment  of  the  instru- 
ment is  not  one  that  is  detrimental  to  tube  life. 

OPSIUTING  INSIRUCTIONS 

It  is  imperative  that  some  form  of  check-off  list  be  used  when  the 
instrument  is  located  at  some  remote  station  in  the  water.  There  are  many 
details  which  must  not  be  overlooked,  or  the  film  will  be  blank  when  the  instru- 
ment is  recovered  from  the  water.  An  operating  procedure  will  be  described 
which  will  prevent  such  occurrences. 

(1)  Install  the  battery  unit  in  the  anchor  unit  shell.  Coruxect  the 
battery  cable  to  the  battery  unit.  Put  the  shell  cover  in  place  on  this  end  of 
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the  tank" 

(2)  Install  the  recorder  unit  in  the  tajikj,  leaving  it  extending 
somewhat  from  the  end  of  the  shell"  Connect  the  main  instrument  cable  to  the 
water-tight  connector  on  the  recorder-end  cover  plate.  Plug  in  the  cable 
jumper  provided  from  the  cover-plate  connector  to  the  recorder-unit  ccnneetoro 
(Notes  This  Jumper  is  supplied  simply  to  permit  laying  the  shell  covei’  on  the 
deck  while  still  permitting  cper-ation  of  the  instrument") 

(3)  The  fish  shell  should  now  be  assembled  as  far  as  installing  the 
ultrasonic  head,  the  tail  fairing,  and  the-  tail  fins- 

(U)  Wake  the  connections  on  the  fish  frame  units  (a)  the  two  BNC 
connectors  on  the  coaxial  jumpers  to  the  coaxial  switch,  (b)  plug  in  the  com- 
pass and  the  coaxial  switch  Cannon  connecters,  and  (c)  plug  in  the  Jones  con- 
nector . 

(3)  With  the  fish  shell  in  an  upright  position,  install  the  fish 
frame  unit,  compass-end  first,  into  the  front  end  of  the  fish  shell.  The  com- 
pass should  be  right-side-up,  and  the  phasemeter  chassis  upside  down» 

(6)  Plug  in  the  two  BMC  connectors  from  tne  ultrasonic  head  into  the 
alternate  mating  ccruiectcrs  on  the  coaxial  switch.  Plug  the  shell  Jones  con- 
nector into  its  mate  on  the  fish  frame 

(7)  Install  the  nose  and  plug  the  main  cable  from  the  anchor  unit 
into  the  water-tight  connector  on  the  fish  shell" 

At  this  point  the  instrument  is  ready  for  operation  ar.t  checkout 
which  should  proceed  as  follows  § 

(i)  Plug  in  the  connector  on  the  end  of  the  small  coble  from  back  in 
the  recorder-end  compartment  that  .comes  from  the  battery  unit  bulkhead. 
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(2)  Put  the  main  start  toggle  switch  (located  on  the  far  left-hand 
side  of  the  control  panel)  in  the  *on"  position » The  primary  timer  should 
start  to  rxm. 

(3)  Push  the  "test"  button  (located  at  the  top  center  of  the  control 
panel),  and  a reading  csncle  should  commence.  The  pushbutton  must-be  held  for 
approximately  one  second  while  the  secondary  timer  advances  to  the  time  "zero* 
position,  at  which  time  the  S-U  shunt-down  pulse  is  removed  from  the  timer  relay, 
and  it  can  then  hold  itself  up.  Immediately  the  filament  light  shoizld  go  on  and 
the  timers  are  both  running.  After  abcut  one-half  minute,  several  things  should 
occur  simultaneously.  The  dynamotcr  and  the  hOO-cps.  inverter  aho>j2d  start., 

the  "B+*  light  should  ccme  on,  ana  the  coaxial  switch  in  the  fish  will  either 
advance  or  not,  and  a deflection  should  occur  in  the  milliammeter . A few  seconds 
later  the  film  solenoid  will  advance  the  film,  and  an  exposure  will  be  taken  as 
the  camera  light  comes  on.  The  indication  of  the  meter  when  the  light  comes  on 
is  the  important  one.  Other  operations  will  occur  for  several  seconds  which 
are  not  too  important  for  the  present  purpose  of  checking  out  the  instnunent. 

Then  the  camera  light  will  come  on  for  a second  time  and  stay  lighted  for  about 
a second.  This  second  indication,  regardless  of  where  it  is  on  the  meter  dial, 
should  be  similar  to  the  first  indicaticn.  If  the  first  indication  was  near 
zero  or  near  full  scale,  then  the  second  one  might  be  the  opposite.  This  is 
because  of  the  :<nherent  slight  phase  difference  between  the  upstream  and  the 
downstream  position  of  the  coaxial  switch. 

This  difference  is  small  and  constant,  and  if  the  fish  is  situated  in 
a.  tank  cf  st-ill  water  there  will  be  no  water=-velocity=induced  phase  shift.  If 
the  fish  is  suspended  ever  the  side  of  the  vessel  in  the  wat-c:c. 


and  if  the  ves- 
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sol  is  moving,  this  difference  ir  meter  reading  vtill  increase  as  the  velocity 
of  the  vessel  is  increased.  This  last  operation  described  is  not  a necessary 
one  for  checking  out  the  instrument  because  obtaining  a pair  of  readings  with 
the  fish  situated  in  a tank  of  still  water  is  a sufficient  test  when  the  read- 
ings come  out  to  be  quite  close  together. 

After  the  operation  of  the  instrument  has  been  demonstrated  by  the 
above  test  procedure,  it  is  necessary  to  go  through  the  checkout  procedure 
before  closing  up  the  instrument  prior  to  submerging  it. 

The  following  will  accomplish  the  checkout: 

(1)  Put  a new  magazine  in  the  camera. 

(2)  Wind  the  camera  spring  as  far  as  it  will  go. 

(3)  Push  the  camera  light  *test"  Ixitton. 

(U)  Check  that  the  main  start  toggle  switch  is  in  the  "on" 
position  (up),  and  that  the  primary  timer  is  running. 

(5)  Remove  the  cable  jumper  from  the  shell  cover  to  the 
control  panel  and  plug  the  cover  connector  into  the 
mate  on  the  control  unit. 

(6)  Put  the  recorder  end  shell  cover  plate  in  place. 

The  instrument  is  now  in  automatic  operation,  and  can  be  lowered  to 
its  position  on  the  bottom  of  the  bay  or  estuary. 
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APPENDIX  A 
DRAG-DISC  ?ffi'TgR 

The  Drag-Disc  and  Associated  Transducers! 

The  experimental  determination  of  the  velocity  of  estuarine  waters 
bj'  the  measurement  of  the  drag  force  on  a solid  body  submerged  in  the  flow  is 
made  attractive  by  the  simplicity  and  directness  of  the  method.  A system  em- 
ploying this  principle  was  considered  in  some  detail.  A flat  circular  disc  was 
chosfJi  for  the  drag  element.  The  advantages  of  using  a flat  disc  are  several: 
(l)  The  surface  drag  on  a disc  norm.ai  to  the  veloc'.ty  : s negligible  compared 
to  the  form  drag,  and  the  line  of  separation  of  flow  is  well  defined  at  the 
rim  of  the  disc  — the  drag  coefficient  is  therefore  independent  of  the  surface 
rougk’ess  (which  may  change  with  time).  (2)  The  drag  is  only  slightly  changed 
due  to  .vaall  deviations  of  tie  normal  of  the  surface  to  the  direction  of  flow  — 
it  is  estimated  that,  when  the  deviation  is  10  degrees,  the  drag  is  changed 
by  only  one  per  cent.  (.1)  AriOther  advantage,  though  not  a necessary  one,  is 
that  the  drag  coefficient  for  a disc  is  constant  for  Reynolds  number  larger 
than  10^. 

It  was  proposed  to  attach  the  disc  to  the  free  end  of  a cantilever 
beam,  and  to  determine  the  drag  by  mea.5uring  the  inclination  of  the  disc  or 
the  strain  in  the  cantilever.  No  completely  ratisfactory  technique  has  been 
found  for  measuring  the  inclination  of  the  two  ends  of  the  cantilever,  however. 
The  I- type  Position  Convectron  was  suggested.  A pair  was  obtained  from  the 
Red  Bank  Division  of  the  Bendix  Aviation  Corporation.  Tests  indi.catecl  that 
the  reproducibility  of  the  Convectron  output  at  a given  indLination  waa  ver^y' 
poor.  These  tests  were  described  ?.n  Appendix  I of  the  "Progress  Report  for 
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the  Period  Ending  June  1953*  • 

Resistance  strain  gauges  were  considered  for  measuring  the  strain, 
produced  in  the  cantilever  by  the  drag  force  on  the  disc.  Gauges  were  applied 
to  a test  cantilever,  and  the  gauge  terminals  were  connected  to  a self-balancing 
bridge  employiiig  a servo-amplifier.  Suitable  sensitivity  smd  stability  were 
obtained  from  this  apparatus  while  investigations  were  being  made  of  the  re- 
lationship of  water  velocity  to  cantilever  strain.  The  study  revealed  that  the 
velocity  range  of  0.06  to  5.1  feet  per  second  corresponds  to  a cantilever 
strain  range  of  UOOjl. 

The  size  of  the  disc  and  the  dimensions  of  the  cantilever  must  b« 
such  that  tha  strain  produced  at  the  lowest  velocity  to  be  measured  can  be  ob- 
served with  the  desired  accuracy.  Fox'  the  req'iirements  of  this  project  a disc 
8.5  inches  in  diameter  and  a cantilever  2 feet  long  vdth  3/8  inch  by  l/l6  inch 
cross-section  are  required.  With  this  arrangement,  the  strain  produced  at  the 
fixed  end  of  the  cantilever  by  a current  of  0.1  foot  per  second  is  about 
30  times  10“^  inch  — w>iich  can  be  measured  with  ro3.sonable  accuracy  by  means 
of  resistance  gauges.  A smaller  and  sturdier  arrangement,  though  structurally 
more  desirable,  will  not  produce  large  enough  strain  to  be  measured  satisfac- 
torily. If  the  requirements  are  relaxed  as  to  the  accuracy  of  measurements 
and  the  lower  limit  of  velocity  to  be  measured,  a sturdier  cantilever  emd  a 
smaller  disc  may  be  used.  However,  such  less  severe  requirements  may  be  sat- 
isfied with  ordinary  ciiri'ent  meters. 

In  addition  to  the  requirement  that  U'i“i0  oil  .ntilever  must  be  slenoer 
enough  to  give  measurable  strain  with  the  lowest  velocity  to  be  measured,  the 
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beam  must,  on  the  other  hand,  be  strong  enough  to  v?itlistand  the  force  due  to 
higher  velocities.  Since  the  size  of  the  cantilever  is  already  determined 
to  satisfy  the  former  requirement,  resistant  force  must  be  applied  behind 
the  d3.sc  to  bring  the  strain  produced  by  the  highest  velocity  that  may  be  en- 
ccuntersd  Tjithin  allowable  limits.  A nonlinear  helical  spiring  with  resistance 
proportional  to  the  third  power  of  its  deformation  is  found  to  be  suitable  for 
this  purpose.  However,  to  satisfy  the  requirements  of  this  project  in  a prac- 
tical form  is  impossible  to  manufacture.  Should  the  magnitude  of  the  lowest 
velocity  to  be  measured  be  sufficiently  increased,  such  a spring  may  become 
a possibility,  ror  the  present  project,  three  cantilevers  were  suggested  offer- 
ing resistance  closely  similar  to  that  of  a cubic  spring.  With  this  arrange- 
ment, the  maximum  displacement  of  the  disc  is  6 inches  under  a velocity  of 
5 feet  per  second.  Barring  disturbances  due  to  turbulence  in  the  flow  and  move- 
ment of  the  support,  the  error  of  observation  due  to  an  error  in  strain  measure- 
ment of  10“^  inch  is  considerably  less  than  0.006  foot  per  second  for  veloci- 
ties up  to  one  foot  per  second,  and  is  less  than  0.012  foot  per  second  for 
velocities  from  one  foot  per  second  to  5 feet  per  second. 

The  Stable  Float  Tajik  (Meter  Housing)? 

The  ultrasonic  meter  may  be  mounted  in  a ccnver.'tional  housing  and 
supported  from  above.  Although  the  meter  may  be  giten  some  verticau.  motion 
due  to  the  movement  of  the  body  from  which  the  meter  is  suspended,  this  verti- 
cal movement  does  not  affect  apprecxably  the  measurements. 

The  drag-disc  measurements,  on  the  other  hand,  are  extremely  sensi- 
tive to  any  vertic'i  motion  of  the  meter.  It  is  estimated  that  if  the  vertical 
velocity  of  the.  support  is  equal  to  one-half  the  horizontal  velocity  being 


An  Ultrasonic  Currvait  Keter  Page  U, 

for  Estuarine  Research 
Appendix  A 

measured,  the  drag  force  is  increased  by  nearly  20  per  cerxt,  and  if  the 
vertical  velocity  is  equal  to  the  horizontal  velocity,  the  error  is  about 
60  to  70  per  cent.  Thus,  for  the  accuracy  specified  for  the  lowest  velocity 
to  be  measured  in  this  project,  the  meter  must  be  so  positioned  that  its 
vertical  velocity  due  to  disturbances  will  be  less  than  the  lowest  velocity 
to  be  measured.  For  this  reason,  the  support  for  the  drag-disc  meter  cannot 
be  s’lspended  from  such  floating  bodies  as  boats  or  buoys  nrhich  are  subjected 
to  the  action  of  surface  waves . It  is  suggested  that  the.  drag-disc  meter 
should  be  attached  to  a stable  Hoat  tank  •which,  together  with  measuring  and 
recording  instruments  housed  inside,  has  an  overall  density  less  than  water, 
and  can  therefore  be  anchored  by  means  of  a cable  to  the  bottom  of  the  estuary. 
With  this  arrangment,  the  position  of  the  meter  is  free  from  disturbances 
due  to  surface  waves.  Of  course,  if  th.e  requirements  as  to  the  lowest  velocity 
to  be  measured  and  the  accuracy  of  measurements  are  relaxed  to  a large  enough 
extent,  a conventional  housirig  suspended  from  a buoy  or  boat  may  be  used  even 
•with  the  drag-disc  meter.  Hewever,  xinder  such  cor.di'tions  the  drag-disc  is 
not  necessary  since  an  ordins.ry  current  meter  may  be  adequate. 

The  meter  is  to  be  used  for  measuring  continuously  the  velocity  of 
flow  at  a point  in  the  estuary,  and  therefore  the  position  of  the  meter  shovJ.d 
not  change  during  the  period  of  measurement.  Since  such  a fixed  position  is 
impossible  to  maintain  unless  the  instrument  is  mounted  on  a rigid  footing., 
soM«.  drift  of  the  meter  vertically  and  horizontally  must  be  to3.erated  with 
both  the  suspended  and  the  anchored  instruments.  The  drift  increases  -with  the 
length  of  the  cable  and  with  the  drag  on  the  cable  aiid  the  meter-float  assembly 
aiiu  decreases  wi'fch  an  increase  cf  the  net  vertical  force  acting  on  the  buoyant 
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housing.  For  this  project  the  allowable  drift  at  maxinium  velocity  is  100 
yards  horizontaJ.ly  and  two  feet  vertically.  This  requires  a 10  to  1 ratio 
of  the  vertical  force  to  the  hoirizontal  force  acting  on  the  meter-float  as- 
sembly at  the  highest  velocity  of  5 feet  per  second.  When  a suspended  hous- 
ing of  conventional  design  is  used*  this  condition  can  be  attained  simply  by 
increasing  the  weight  of  the  meter  and  housing.  On  the  other  hand,  with  the 
buoyant  housing  anchored  to  the  bottom  of  the  es".uary,  the  upward  vertical 
force  can  be  incroased  only  by  increasing  the  volLume  of  the  float  tank.  Using 
a buoyant  force  to  drag  force  ratio  of  10  to  1,  an  attempt  was  made  to  design 
a stable  float  tank  12  inches  in  diameter  and  12  inches  long.  Both  of  these 
dimensions  were  larger  than  desired,  but  this  m6jthod  of  positioning  seemed  to 
offer  raaximum  flexibility  to  applications  in  estuarine  research.  Of  the  many 
suggestions  consider c<i.  only  one  type  of  design  (within  the  limits  of  time 
and  money  available)  seemed  capable  of  withstanding  the  buckling  forces  at  or 
near  the  maximum  operating  depth  of  160-200  feet.  This  design  required  a 
one-half  inch  thick  wood  shell.  The  practical  aspects  of  building  a water- 
tight shell  with  a thin  glued-up  wall  were  discussed  with  Dr.  Pritchaid.  The 
conclusion  of  this  discussion  was  that  ia  view  of  the  hazaards  of  obtaining  water- 
tightness with  thic  type  of  conctraction  and  the  undesirable  size,  it  seemed, 
wise  to  abandon  this  method  cf  positioning. 

It  should  be  remembered  that  the  relatively  large  dimensions  of  the 
above  float  tank  were  dictated  bjr  the  sensitivity  of  the  drag-disc  meter  to 
vertical  motion,  the  extremes  of  velocities  to  be  measured,  the  required  ac- 
curacy of  measurements  and  tlie  limited  allowable  drift  of  the  meter.  If  these 
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requirements  are  relaxed,  a smaller  shell  may  be  used. 

It  should  be  mentioned  that  an  attempt  was  made  to  use  a paravane 
for  the  support  of  the  drag-disc  meter  with  the  idea  tliat  its  size  could  be 
smaller  for  the  came  net  vertical  force.  This  idea  does  not  work  because,  due 
to  the  finite  length  of  the  paravane,  the  induced  drag  is  quite  large.  To 
maintain  the  10  to  1 ratio  of  vertical  buoyaint  force  to  horizontal  drag  force 
the  required  size  of  the  paravane  is  even  larger  than  the  shell  described  above. 


